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Purpose: Long-axial field-of -view (FOV) positron emission tomography (PET)
scanners have gained a lot of interest in the recent years.Such scanners provide
increased sensitivity and enable unique imaging opportunities that were not
previously feasible. Benefiting from the high sensitivity of a long-axial FOV PET
scanner,we studied a computed tomography (CT)–less reconstruction algorithm
for the Siemens Biograph Vision Quadra with an axial FOV of 106 cm.
Methods: In this work, the background radiation from radioisotope lutetium-
176 in the scintillators was used to create an initial estimate of the attenuation
maps. Then, joint activity and attenuation reconstruction algorithms were used
to create an improved attenuation map of the object.The final attenuation maps
were then used to reconstruct quantitative PET images, which were compared
against CT-based PET images. The proposed method was evaluated on data
from three patients who underwent a flurodeoxyglucouse PET scan.
Results: Segmentation of the PET images of the three studied patients showed
an average quantitative error of 6.5%–8.3% across all studied organs when
using attenuation maps from maximum likelihood estimation of attenuation and
activity and 5.3%–6.6% when using attenuation maps from maximum likelihood
estimation of activity and attenuation correction coefficients.
Conclusions: Benefiting from the background radiation of lutetium-based scin-
tillators, a quantitative CT-less PET imaging technique was evaluated in this
work.
KEYWORDS
CT-less PET, joint reconstruction algorithm, long-axial FOV PET scanners, lutetium background
radiation, MLAA, MLACF
1 INTRODUCTION
Attenuation correction is by far the most important com-
pensation that needs to be considered when perform-
ing quantitative clinical positron emission tomography
(PET) imaging as the attenuation correction factors
(ACFs) can be as large as 100 or even more in a long-
axial field-of -view (FOV) scanner.1 In a PET/computed
tomography (CT) scanner, attenuation maps (μ-maps)
at 511 keV are generated through a transformation of
Hounsfield units in CT images to linear attenuation coef-
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ficients (LACs) at 511 keV.2 Benefiting from the exist-
ing co-registered μ-maps, the scatter contribution may
also be estimated through Monte Carlo3–5 or analytical
approaches such as single scatter simulation (SSS).6–8
While certain limitations, such as high radiation dose,
metal artifacts, beam hardening artifacts, truncation
of large patients, and patient motion between scans,
exist in the μ-map derivation from CT, this method is
widely preferred when possible. Attenuation correction
in PET/magnetic resonance (MR) is however more chal-
lenging as MR images, unlike CT, are not directly related
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to electron density. A number of approaches have been
proposed to generate μ-maps from MR images, includ-
ing template-based,9,10 segmentation-based,11,12 and
sequence-based approaches.13,14 Keereman et al.15
showed that a tissue misclassification can cause quan-
tification errors of up to 45% in PET images. It should
also be mentioned that μ-map generation in PET/MR
requires dealing with unique challenges such as the
truncation artifacts or the existence of MR coils in the
PET FOV.16,17
One can broadly identify three areas where attenua-
tion correction in PET lacks robustness: (1) in PET/CT
studies where artifacts are present in the μ-maps from
CT or in a mismatched PET/CT dataset, (2) in PET/MR
studies where μ-maps from MR may have inaccuracies,
and (3) in standalone PET scanners (or in PET/CT
where CT is only acquired for attenuation correction
and is preferred to be avoided in an effort to reduce
patient radiation dose). Joint reconstruction of attenu-
ation and activity has been investigated as a potential
solution for such studies. Maximum likelihood estima-
tion of attenuation and activity (MLAA), as proposed
by Nuyts et al.,18 sequentially reconstructs PET and
attenuation images through successive execution of
maximum likelihood expectation maximization19,20 and
maximum likelihood for transmission tomography
(MLTR).21 However, the crosstalk problem may limit
the usefulness of the images obtained through MLAA.
It was shown that the time-of -flight (TOF) informa-
tion can remarkably reduce crosstalk by eliminating
symmetries in the Fisher information matrix, which
then led to the development of TOF-MLAA.22,23 As
another advantage of TOF PET, it was also shown that
reconstructed PET images are generally less sensi-
tive to mismatched μ-maps in the presence of TOF
data.24 Similar to TOF-MLAA, TOF maximum likelihood
estimation of activity and attenuation correction coef-
ficients (MLACF) has been proposed, during which
ACFs are directly estimated after each update of the
activity image25,26 or simultaneously with each activity
update.27
It has been established that MLAA and MLACF can
estimate PET images up to a constant. Furthermore, in
the absence of a reasonable initial condition, conver-
gence to a local maximum of the likelihood is a potential
issue of such algorithms.28 Panin et al.29 proposed to
use an external rotating rod source to reconstruct initial
μ-maps, which are then used in TOF-MLAA to sequen-
tially update activity and attenuation. Rothfuss et al.30,31
and Teimoorisichani et al.32 then substituted the exter-
nal source with the intrinsic background radiation of
lutetium oxyorthosilicate (LSO) (Lu2SiO5:Ce) to gener-
ate initial μ-maps. The radioisotope 176Lu, with a half -
life of 3.7 × 1010 years and an abundance of 2.6% in
natural lutetium, is the source of the LSO background
radiation.33 It is estimated that LSO has an activity of
about 240 Bq/cm3.34 The decay scheme of 176Lu is
shown in Figure 1.
F IGURE 1 The 176Lu decay scheme
Lutetium-based scintillators, such as LSO, are asso-
ciated with some issues, such as the nonproportional
light output.35 Nevertheless, LSO and its derivatives
have stayed popular in modern clinical and research
PET scanners. This is because such scintillators are
fast (decay time of about 30–40 ns) and dense (up
to 7.4 g/cm3) with high light output (up to 40 000
photons/MeV).36,37 In the Siemens Biograph Vision
scanner, the LSO intrinsic activity generates a sin-
gles rate of about 10 kcps per detector (detector size:
32 × 64 × 20 mm3) in a wide energy window of 160–
725 keV. For an eight-ring scanner, a randoms rate of
about 660 events per second is generated in the clinical
energy (435–585 keV) and coincidence timing window
(∼ 4.7 ns) due to the LSO intrinsic activity. In the Siemens
Biograph Vision Quadra PET/CT scanner with 32 rings
of detector and an axial FOV coverage of 106 cm,
the randoms rate due to the LSO background radiation
increases to about 8000 events per second within the
clinical energy and coincidence timing windows. Bene-
fiting from the high sensitivity and the consequent high
count rate of the background radiation in long-axial FOV
scanners,a CT-less solution to PET imaging is explored
in the current work in which the LSO background events
are used in lieu of a transmission source.
Because of the high sensitivity of a long-axial FOV
PET scanner, such scanners allow for low-dose PET
scans without any compromise on the image qual-
ity. Low-dose PET scans are especially appealing in
certain imaging studies where CT data are used for
anatomical localization and PET attenuation and scat-
ter correction; for example, in serial PET imaging for the
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development of novel radiopharmaceuticals where
multiple CT data do not provide additional clinical
information and are only used for attenuation and scat-
ter correction of PET data. Another application is in
pediatric imaging or longitudinal PET scans where diag-
nostic CT is separately acquired. Also, low-dose organ-
specific brain or cardiac PET imaging is another clinical
example in which the anatomical information from CT
images may not provide diagnostic value and is mainly
used for quantitative correction of PET images.38 The
addition of a separate CT scan (or multiple CT scans)
for attenuation and scatter correction overshadows the
benefits of a low-dose PET scan in the mentioned exam-
ples. A quantitatively accurate CT-less PET scan pre-
serves the benefits of a low-dose PET scan in its entirety.
Therefore, the proposed CT-less PET imaging methods
in this manuscript are of particular interest for the PET
studies where a separate CT is unfavorable and would
have been done only for the purposes of PET attenua-
tion and scatter correction.
2 MATERIAL AND METHODS
2.1 Data acquisition
Data presented in this work were acquired with the
Siemens Biograph Vision Quadra PET/CT scanner. The
PET component of a Siemens Biograph Vision Quadra
scanner has 32 detector rings, each comprising 38
detector blocks. The axial FOV is 106 cm. Each detector
block consists of 4 × 2 mini blocks and each mini block
contains 5 × 5 LSO crystals with a dimension of 3.2 ×
3.2 × 20 mm3. A mini block has approximately 12.3 kBq
of 176Lu. List-mode data were acquired in coincidence
mode with widely open energy and coincidence tim-
ing windows to ensure LSO transmission events (LSO-
Tx) are captured. More specifically, an energy window
of 160–725 keV and a coincidence timing window of
6.64 ns were used to record data. The events were then
processed in an offline histogrammer to separate LSO-
Tx from 511 keV emission data.
2.2 Data processing
The Siemens Biograph Vision Quadra scanner has a
coincidence timing resolution of about 225 ps.39 As the
walk time correction generally has been calibrated for
511 keV in PET scanners, the timing resolution at ener-
gies other than 511 keV can be different.To measure the
timing resolution of the detectors at 202 and 307 keV,
TOF information of the events along only a unique set
of lines of response (LORs) connecting directly opposite
crystals in each transaxial plane (cord length = 82 cm)
was acquired. The measured timing resolution was then
used in the separation of LSO-Tx photons from emis-
sion gammas. Energy information of the events was
also considered in the separation of LSO-Tx from emis-
sion events. The acquired energy spectrum of LSO-Tx
events is shown in Figure 2.
Taking the 202 and 307 keV photons from LSO back-
ground radiation into account, three sets of sinograms
were created from acquisition:
1. TOF emission sinogram: With reference to the blue
event in Figure 3, list-mode events with energy
between 435 and 585 keV and TOF in a window of
4.72 ns were rebinned into a sinogram of size 520 ×
50 × 5189 × 33 (radial bins × views × sinogram
planes × TOF bins). The sinograms in this category
are basically the same as what is normally generated
in a typical clinical scan using a maximum ring differ-
ence of 85.
2. Non-TOF LSO-Tx sinogram at 307 keV: Following
a 176Lu decay, the released β particle carries and
deposits a maximum energy of 597 keV locally within
the originating detector and triggers the constant
fraction discriminator (CFD). Two cascade gammas
with energies 202 and 307 keV are also released.
In our developed histogrammer, the 307 keV LSO-
Tx gammas were separated from the list-mode data
using their unique energy and timing properties.
While the triggering event (first event due to β) can
deposit virtually any energy in the first detector, the
latter event should fall within an energy window of
275–355 keV, as shown by the red lines in Figure 2.
The LSO events along any given LOR have a large
(compared to 511 keV emission events) and pre-
dictable TOF (e.g., see ΔT0 in Figure 3). Therefore,
the TOF information of all energy-qualified events
was inspected to separate LSO-Tx events. The qual-
ified LSO-Tx events were histogrammed into a 520 ×
399 × 5189 (radial bins × views × sinogram planes)
non-TOF sinogram.The sinograms were created with
no angular mashing to preserve the in-plane spatial
sampling of the recorded LORs.
3. Non-TOF LSO TX sinogram at 202 keV:Similar to the
LSO background events at 307 keV, the 202 keV LSO
background events were also separated and his-
togrammed into a non-TOF sinogram set. As shown
by the blue lines in Figure 2, energy thresholds of
165–247 keV were used in the separation of the
202 keV events. It should be noted that a backscat-
tered 511 keV emission photon can be mistakenly
detected as an LSO-Tx event with energy 202 keV.
In this case, a 511 keV emission photon triggers the
CFD and the backscattered photon creates an event
when detected by another detector.An event due to a
backscattered 511 keV photon (represented by the
green dashed line in Figure 3) has the same TOF
as an LSO-Tx event and carries an energy greater
than 170 keV,which can make the event indistinguish-
able from a 202 keV LSO-Tx event. Though these
photons were not originated from a 176Lu decay, the
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F IGURE 2 Energy spectrum of a blank scan; the dashed blue and red lines indicate the energy thresholds used in the separation of
lutetium oxyorthosilicate (LSO) transmission events at 202 and 307 keV, respectively
β
F IGURE 3 Various event types used in the study; the red solid lines represent lutetium oxyorthosilicate (LSO) transmission event photons
at 202 and 307 keV with absolute time-of-flight (TOF) difference ΔT0. The blue line shows a sample pair of annihilation photons with absolute
TOF difference ΔT1. The solid green line shows a pair of annihilation photons where one photon gets absorbed in the object and the other
photon undergoes a Compton backscatter and reaches a detector on the other side with energy 170 keV, as shown with the dashed green line
backscattered events can theoretically be used in
the LSO-Tx studies. However, in practice, the addi-
tion of backscattered 511 keV photons can introduce
quantitative errors in the reconstructed image as the
backscattered photons do not exist in the blank scan
data used in the MLTR algorithm (Section 2.3). The
contamination magnitude of the scattered emission
photons to the LSO-Tx sinograms has been previ-
ously studied.30,31 In the current study, we excluded
events that can potentially be due to a 511 keV pho-
ton backscatter. More explicitly, events that had tim-
ing properties of an LSO-Tx one, and energy of
300–380 keV for the first event and 170–200 keV
for the second event were deemed backscattered
511 keV events.
2.3 Reconstruction of initial µ-maps
Two initial sets of μ-maps were generated from the LSO
background radiation at photon energy 202 and 307 keV
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where n is the iteration number,α is a relation parameter
determining the step size of the gradient ascent algo-
rithm (we used 1.5), D is the transaxial diameter of the
reconstruction image, Lij is the path length of LOR i in
voxel j,A(n)i is the ACF of LOR i given μ-map 𝜇
(n),B is the
blank scan data, p is measured LSO-Tx prompt data, r̄ is
the mean randoms count (scatter from LSO background
radiation and the contribution of object scattered emis-
sion photons to the LSO-Tx sinograms were ignored), β
is the regularization parameter modulating the influence
of the prior (β was set to be 100),and U is a penalty term
in the form of a first degree (the six closest neighbors)
simple quadratic prior. Also, subsets were further used
to accelerate the update equation.The two generated μ-
maps from background radiation were then individually
mapped to 511 keV and averaged to reduce noise. The
mapped μ-maps were then smoothed through a 3D con-
volution with a Gaussian kernel of full width at half max-
imum (FWHM) 4 mm. A TOF-MLAA and TOF-MLACF
reconstruction framework was then developed to recon-
struct the attenuation and PET images as detailed in the
following sections.
2.4 TOF-MLAA reconstruction
The generated μ-maps from LSO background radia-
tion were used to create initial scatter sinograms using
the TOF-SSS algorithm.8 Then, a TOF-MLAA algorithm
was employed in which activity (λ) and attenuation (μ)
images were sequentially updated according to Equa-











































































In the updated equations,Cijt is the system matrix ele-
ment for image voxel j and sinogram bin i at TOF index
t, y is the emission prompt data (non-TOF when writ-
ing yi and TOF when writing yit), r̄′is the mean randoms
and scatter contribution, 𝜉(n)i is the forward projection of
activity image at iteration n in sinogram bin i, α is the
relaxation parameter (1.5), and U is the same potential
function as in Equation (1). The activity image was ini-
tialized with a uniform image (λ(0)) while the μ-map gen-
erated from the LSO background radiation (according to
Section 2.3) was used as the initial μ-map, μ(0).
2.5 TOF-MLACF reconstruction
Since MLACF does not explicitly reconstruct attenua-
tion images and instead calculates ACFs,which requires
a lower number of instructions than MLAA, it is gener-
ally a faster approach than MLAA. Nonetheless, the two
algorithms may show different convergence trends.28
Also,MLACF lacks a regularization constraint in the ACF
update step, which makes the generated ACFs prone to
noise propagation.Using the same notations as in Equa-



































2.6 Overview of the reconstruction
framework
The general reconstruction workflow was similar to
the proposed algorithms in the works of Salvo and
Defrise28 and Mehranian and Zaidi.40 An overview of
the developed TOF-MLAA and TOF-MLACF reconstruc-
tion frameworks is shown in Algorithm 1 and Algorithm 2,
respectively. Further acceleration through subsets was
also implemented, which is not stated in the algorithms
for simplicity.
To quantitatively evaluate the performance of the
developed MLAA and MLACF algorithms, the final μ-
maps from these algorithms were then used in an
ordered subset expectation maximization (OSEM)20
algorithm to produce scaled and quantitative PET
images. The images were compared against those
obtained from an OSEM reconstruction using CT-based
μ-maps. Using the segmented CT images,41–44 stan-
dardized uptake values (SUVs) in the liver, lungs, kid-
neys, heart, spleen, brain, and bones of each subject
were compared in all images. To better analyze the per-
formance of the developed CT-less reconstruction tech-
niques in the quantification of cardiac and brain regions,
the brain grey and white matter and the left ventricle of
the heart were also manually segmented and quantita-
tively compared in different PET images.
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F IGURE 4 Data acquisition protocol used in the patient studies
To generate the initial set of μ-maps from LSO-Tx
data, transmission sinograms were reconstructed using
MLTR with eight iterations and three subsets. For the
MLAA algorithm, we used a total of 25 global itera-
tions; during each activity, images were updated with
one iteration, two subsets and attenuation images were
updated with one iteration, five subsets. For the MLACF
algorithm, we used a total of 20 global iterations during
each; activity images were updated with one iteration,
two subsets and ACFs were updated using three iter-
ations. From the final ACFs, an updated set of μ-maps
were reconstructed using eight iterations and five sub-
sets. Final quantitative PET images were reconstructed
using OSEM and the μ-maps from MLAA or MLACF with
four iterations and five subsets.The number of iterations
and subsets for various reconstructions were empirically
chosen based on a visual inspection of the images.Gen-
erally, a greater number of iterations was chosen for
attenuation updates than activity updates in each global
iteration as TOF OSEM reconstructions are expected to
converge faster than the μ-maps in MLAA or the ACFs
in MLACF.45
2.7 Patient studies
Data from three patients undergoing dynamic 18F-
flurodeoxyglucouse (18F-FDG) PET/CT scans were
used in this study. For each subject, before the injec-
tion of the radiotracer and while the patient was posi-
tioned on the bed, LSO-Tx data were acquired (“before
injection” [b.i.]) for 5 min. Following the injection of the
radiotracer (∼3 MBq/kg), 511 keV emission data were
acquired using regular energy and coincidence timing
window settings for 65 min. We only used the data from
minutes 55–65 in the current work to evaluate the per-
formance of the developed CT-less reconstruction algo-
rithms. At the end of the scan, again a set of list-mode
data were acquired with wide-open energy and coinci-
dence timing windows for 5 min (“after injection” [a.i.]) to
allow for a study of the effects of the 511 keV photons on
LSO-Tx images. Figure 4 shows a summary of the data
acquisition protocol used in the patient studies. It should
be noted that in clinical practice, the background data
are expected to be acquired with the 511 keV emission




In the Siemens Biograph Vision Quadra PET/CT scan-
ner, an event rate of about 140 kilo-counts per second
(kcps) was measured for LSO-Tx events at 202 keV
and 280 kcps at 307 keV. The mentioned background
rates were measured using a limited acceptable angle
of 18◦, which is what was used to acquire the data
shown in this manuscript. The energy spectrum of the
background radiation is shown in Figure 2. There is a
limit of ∼160 keV as the minimum energy when acquir-
ing data. As can be seen by the energy spectrum, the
202 and 307 keV peaks are slightly shifted and located
at 206 and 314 keV, likely due to the nonproportional
light output of LSO.35 A histogram of the time stamps of
the in-plane LSO-Tx events between two opposite crys-
tals with a face-to-face distance of 82 cm is shown in
Figure 5.
After fitting a Gaussian function to the data,an FWHM
of 394 and 320 ps was measured for the LSO-Tx
at 202 and 307 keV, respectively. We used the mea-
sured FWHM values as a time margin around the the-
oretical flight time of each cord to separate LSO-Tx
from emission photons in the scans involving 511 keV
photons.
3.2 LSO-Tx initial µ-maps and
properties
Initial μ-maps from LSO-Tx before and after the injec-
tion of the radiotracer for the three subjects are shown in
Figure 6. These images are compared with the equiva-
lent CT-driven μ-maps as a reference.
As shown by the images in Figure 6, the LSO-Tx μ-
maps are generally noisy and suffer from a low degree
of signal-to-noise ratio and resolution. Also, bony struc-
tures are visually indistinguishable in these images.Nev-
ertheless, the LSO-Tx images provide a reasonable
initial condition for a joint activity and attenuation recon-
struction, which can also be used for scatter estima-
tion. Table 1 compares the scatter fraction using the
TOF-SSS algorithm with the CT μ-maps against LSO-Tx
μ-maps.
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F IGURE 5 The timing spectrum of lutetium oxyorthosilicate (LSO) transmission events (Tx) at 202 (left) and 307 (right) keV between
crystals located in the same axial coordinates with a radial distance of 82 cm; the blue dots show the measured data and the black lines show
the Gaussian fit applied to the data. The red line also represents the peak position in each figure
F IGURE 6 A sample coronal slice across the attenuation maps (μ-maps) (in 1/cm) of the three studied patients obtained from the 202 and
307 keV photons from lutetium oxyorthosilicate (LSO) transmission events (Tx) before (b.i.) and after (a.i.) the injection of the radiotracer; note
that the 202 and 307 keV μ-maps generally underestimate linear attenuation coefficients due to the lack of a scatter correction. The mean
μ-maps are, however, scaled through a postreconstruction scaling step
3.3 Joint reconstruction images
The final μ-maps reconstructed from the MLAA and
MLACF are shown in Figure 7 for all three subjects.
Activity images from the joint reconstruction techniques
are also shown in Figure 8. However, the activity images
from MLAA and MLACF were not quantitatively com-
pared with CT-based OSEM images as these images
were on a different scale. For presentation in this
manuscript, PET images were normalized to 1 and the
same window width for all images was used so that the
images are visually comparable.
Attenuation images obtained from joint reconstruc-
tion algorithms, as presented in Figure 7, show some
crosstalk issues, in particular around the bladder and in
MLACF μ-maps. Also, an overestimation of attenuation
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F IGURE 7 Sample coronal and sagittal slices of attenuation maps (μ-maps) (in 1/cm) obtained from different techniques; from left to right,
each column includes attenuation images from computed tomography (CT), lutetium oxyorthosilicate (LSO) transmission events (Tx) (before
injection [b.i.]), maximum likelihood estimation of attenuation and activity (MLAA) initiated with LSO-Tx μ-maps (b.i.), maximum likelihood
estimation of activity and attenuation correction coefficients (MLACF) initiated with LSO-Tx μ-maps (b.i.), LSO-Tx (after injection [a.i.]), MLAA
initiated with LSO-Tx μ-maps (a.i.), and MLACF initiated with LSO-Tx μ-maps (a.i.)
TABLE 1 Scatter fraction as calculated by the time-of-flight
single scatter simulation algorithm using positron emission
tomography attenuation maps (μ-maps) from computed tomography
(CT), lutetium oxyorthosilicate (LSO) transmission events (Tx) before







Patient 1 38.3 37.7 38.4
Patient 2 40.3 35.1 35.1
Patient 3 40.1 40.0 38.0
coefficients can be seen in the skull bones in MLACF
μ-maps. However, generally, bony structures are better
distinguished in MLACF μ-maps than in the ones from
MLAA.
Studying the attenuation and PET images from the
joint reconstruction techniques, it appears that the noisy
initial LSO-Tx μ-maps (LSO-Tx a.i. images) resulted
in images that were closely comparable to the output
images when using LSO-Tx b.i. images as the initial
condition. It appears that the underestimation of the
attenuation coefficients in the skull in MLAA μ-maps has
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F IGURE 8 Sample coronal and sagittal slices of positron emission tomography (PET) images obtained from different reconstructions
resulted in a subsequent underestimation of the brain
activity in MLAA PET images.
3.4 Final quantitative PET images
Using the updated μ-maps from the studied joint recon-
struction techniques, Figure 9 shows the final OSEM
PET images obtained using μ-maps from CT,MLAA,and
MLACF.
Quantitative differences between the PET images cor-
rected with CT-based μ-maps and with the μ-maps from
the joint reconstruction algorithms are demonstrated in
the images in Figure 10. Also, a graph of SUV compari-
son between the PET images corrected with various μ-
maps for each patient is shown in Figure 11.
4 DISCUSSION
Long-axial FOV PET scanners have gained a signifi-
cant amount of interest in the nuclear medicine soci-
ety over the recent years. A long-axial FOV scanner
provides far greater geometrical sensitivity than con-
ventional PET scanners, which in turn enables studies
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F IGURE 9 Sample slice of positron emission tomography (PET) images from ordered subset expectation maximization (OSEM) using,
from left to right, computed tomography (CT)–based, maximum likelihood estimation of attenuation and activity (MLAA) with lutetium
oxyorthosilicate (LSO) transmission events (Tx) before injection (b.i), maximum likelihood estimation of activity and attenuation correction
coefficients (MLACF) with LSO-Tx b.i., MLAA with LSO-Tx after injection (a.i.), MLACF with LSO-Tx a.i. attenuation maps, and
non-attenuation-corrected (NAC) PET data
that were deemed impossible in the past. One of the
great advantages of the increased sensitivity is that the
background radiation from lutetium at 202 and 307 keV
can be used as an “external source” for transmission
tomography. The 202 keV background radiation has a
lower flux than 307 keV due to a higher degree of self -
absorption in the originating scintillator. Nonetheless, it
was seen that both photon energies can be used in the
reconstruction of an initial μ-map.To evaluate the effects
of 511 keV emission photons on the μ-maps from back-
ground radiation, LSO-Tx before and after the injection
of FDG was acquired. Given the absence of a scat-
ter correction technique and the significantly high ran-
doms rate in LSO-Tx a.i. studies, LSO-Tx a.i. μ-maps
show inferior image quality in comparison with the LSO-
Tx b.i. μ-maps. Since these μ-maps are not corrected
for scattered photons, often attenuation coefficients are
underestimated.We have therefore scaled these images
prior to feeding them into MLAA or MLACF such that the
image histogram peak corresponds to the LAC of water
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F IGURE 10 Sample slices showing the relative difference between the positron emission tomography (PET) images corrected with
computed tomography–based attenuation maps (μ-maps) and PET images using the μ-maps from various joint reconstruction techniques
at 511 keV (0.096 1/cm). No further scaling was done
during the joint reconstruction algorithms.
Given the low photon flux of LSO-Tx, a long acquisi-
tion is ideally preferred. However, to maintain practically,
it is desired that the LSO-Tx be acquired in conjunction
with the emission data and not beyond the PET scan
time. We evaluated only 5 min of LSO-Tx data b.i. and
a.i. to ensure that the patients can bear the entire PET
scan. Despite the low signal-to-noise ratio of the LSO-
Tx μ-maps, the scaled μ-maps from LSO-Tx b.i. and a.i.
provide reasonable initial condition for a joint activity and
attenuation reconstruction algorithm.
It was shown that the initial μ-maps from LSO-Tx can
be used to estimate scatter, which is a potential solution
to the problem of scatter estimation in a joint reconstruc-
tion technique.46,47 Comparing scatter sinograms using
CT-based and LSO-Tx μ-maps, it was seen that scat-
ter can slightly be underestimated when using LSO-Tx
μ-maps. The underestimation is largely due to the indis-
tinguishability of the bony structures in the LSO-Tx μ-
maps. Nevertheless, the scatter sinograms and scatter
fractions were in reasonable agreement with the CT-
based scatter data and the use of TOF data reduces
the sensitivity to the correctness of scatter estimates.24
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F IGURE 11 Percentage standardized uptake value difference in various organs between positron emission tomography images obtained
using attenuation maps from different joint reconstruction techniques and computed tomography for the three studied patients (GM: grey matter;
WM: white matter)
Activity images from joint reconstruction algorithms
were not of particular interest as only attenuation
images were later used in the final OSEM step. Since
attenuation sinograms are updated in MLACF, a back
projection of attenuation sinograms was done to recon-
struct μ-maps. In the developed reconstruction algo-
rithm, the attenuation sinograms were compressed
transaxially with an azimuthal mashing factor of 8 and
axially with a spanning of factor 19.In practice,such high
degree of compression does not compromise the PET
images given a TOF resolution of less than 250 ps.48
However, compressed sinograms are not ideal for non-
TOF transmission tomography. Therefore, the μ-maps
obtained from MLAA or the back projection of ACFs
from MLACF show visible artefacts and may lead to
a systematic overestimation of LACs in some voxels.
The explained issue is likely the cause for the overes-
timation of LACs in the skull in the MLACF μ-maps.
Minimally compressed or fully uncompressed attenua-
tion sinograms are therefore preferred for a joint recon-
struction algorithm but can cause practical challenges
especially for a long-axial FOV scanner. A list-mode
joint reconstruction algorithm is under development to
further evaluate the effects of data compression on
the patient images. Furthermore, the back projection
of ACFs has led to an overestimation of ACFs in the
lungs in the MLACF μ-maps. Despite the 225 ps coin-
cidence timing resolution of Siemens Biograph Vision
Quadra, μ-maps from joint reconstruction algorithms
show some crosstalk as well. In particular, the bladder
and its surrounding area in MLACF μ-maps are highly
affected by the crosstalk issue. The use of a crosstalk
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mitigation technique such as that by Hwang et al.49
remains as future work. When comparing MLACF and
MLAA μ-maps,a visual inspection of the μ-maps reveals
that the bony structures are more visible in the MLACF
μ-maps in comparison with the MLAA μ-maps.Nonethe-
less, the LAC values for the bones and in particular for
the skull appeared to be overestimated. In the absence
of CT images, the μ-maps from MLAA or MLACF are
also a means for anatomical correlation of PET images,
though they have a diagnostic value that is inferior to
CT images, even compared to low-dose CT scans in a
PET/CT scanner. Furthermore, in the presence of CT
images, attenuation images from a joint reconstruction
technique can also provide a basis for tracking and cor-
recting for patient motion in PET/CT.
Currently, only a limited dataset of three subjects was
available for this study. A more thorough investigation
with a larger patient dataset is required to better evalu-
ate the quantitative performance of the proposed meth-
ods. A quantitative comparison of the final PET images
reconstructed using various μ-maps revealed that the
PET images reconstructed with MLACF μ-maps pro-
vide slightly lower quantitative error than the MLAA μ-
maps. For patients 1, 2, and 3, the mean absolute error
(averaged over all the studied organs: liver, lungs, kid-
neys, heart, spleen, brain, and bones) was, respectively,
8.0%,5.9%,and 5.4% when using MLACF b.i. and 7.7%,
10.2%, and 8.1% when using MLAA b.i. μ-maps. When
using MLACF a.i. μ-maps, the mean absolute error was
5.7%, 6.9%, and 6.4% and when using MLAA a.i. μ-
maps, the mean absolute error was 8.9%, 6.0%, and
5.5% for patients 1, 2, and 3, respectively. The most
noticeable and consistent quantitative difference can
be seen in the brain, where MLAA μ-maps lead to an
underestimation while the PET images corrected with
the MLACF μ-maps showed an overestimation of the
brain activity.The under- and overestimation of the brain
activity was seen consistently across the grey and white
matter of the brain. Currently, we are working on artifi-
cial intelligence approaches to improve the initial con-
dition and reduce crosstalk in the joint reconstruction
algorithms.50
The proposed method also has some limitations that
one needs to consider. Ideally, noiseless LSO-Tx blank
data need to be acquired for a long time and periodi-
cally as noise in the blank scan data propagates into
the μ-maps. Also, in order to capture LSO-Tx events,
the energy and coincidence timing windows need to be
extended when acquiring data. The extended energy
and coincidence timing windows (and particularly for
long-axial FOV scanners) essentially create a large list-
mode dataset, which can be much larger than a typical
PET list-mode file. It is therefore desirable to implement
an online LSO-Tx event inspector and/or histogram-
mer in the scanner front-end electronics. Also, while
the presented work was based on 18F-FDG studies,
it should be noted that nonpure positron emitters can
potentially make the separation of background radiation
from emission events more challenging, which remains
to be investigated in a future study.
5 CONCLUSIONS
In this work, joint reconstruction algorithms for long-axial
FOV scanners were explored. The proposed algorithms
benefit from the lutetium background radiation in the
scintillators to create an estimate of the μ-maps, which
are then improved in a joint reconstruction algorithm
such as MLAA or MLACF. The improved μ-maps were
then used in an OSEM reconstruction algorithm and
compared against PET images corrected with CT-based
μ-maps. The proposed algorithm was evaluated using
patient data from a Siemens Biograph Vision Quadra
PET/CT scanner. An SUV analysis of the PET images
showed a mean quantitative error of up to 6.0% when
using MLACF and 7.4% when using MLAA across all the
studied organs.
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